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parasitology, mycology, blood compat-
ibility, immunohematology, or syphilis
serology) for the same subspecialty for
two consecutive or two out of three
testing events.

(4) Failure of a laboratory performing
gynecologic cytology to meet the
standard at § 493.855.

Unsuccessful proficiency testing per-
formance means a failure to attain the
minimum satisfactory score for an
analyte, test, subspecialty, or specialty
for two consecutive or two of three
consecutive testing events.

Validation review period means the
one year time period during which
HCFA conducts validation inspections
and evaluates the results of the most
recent surveys performed by an accred-
itation organization or State labora-
tory program.

[57 FR 7139, Feb. 28, 1992, as amended at 57
FR 7236, Feb. 28, 1992; 57 FR 34013, July 31,
1992; 57 FR 35761, Aug. 11, 1992; 58 FR 5220,
Jan. 19, 1993; 58 FR 48323, Sept. 15, 1993; 60 FR
20043, Apr. 24, 1995; 63 FR 26732, May 14, 1998]

§ 493.3 Applicability.

(a) Basic rule. Except as specified in
paragraph (b) of this section, a labora-
tory will be cited as out of compliance
with section 353 of the Public Health
Service Act unless it—

(1) Has a current, unrevoked or un-
suspended certificate of waiver, reg-
istration certificate, certificate of
compliance, certificate for PPM proce-
dures, or certificate of accreditation
issued by HHS applicable to the cat-
egory of examinations or procedures
performed by the laboratory; or

(2) Is CLIA–exempt.
(b) Exception. These rules do not

apply to components or functions of—
(1) Any facility or component of a fa-

cility that only performs testing for fo-
rensic purposes;

(2) Research laboratories that test
human specimens but do not report pa-
tient specific results for the diagnosis,
prevention or treatment of any disease
or impairment of, or the assessment of
the health of individual patients; or

(3) Laboratories certified by the Na-
tional Institutes on Drug Abuse
(NIDA), in which drug testing is per-
formed which meets NIDA guidelines
and regulations. However, all other

testing conducted by a NIDA-certified
laboratory is subject to this rule.

(c) Federal laboratories. Laboratories
under the jurisdiction of an agency of
the Federal Government are subject to
the rules of this part, except that the
Secretary may modify the application
of such requirements as appropriate.

[57 FR 7139, Feb. 28, 1992, as amended at 58
FR 5221, Jan. 19, 1993; 60 FR 20043, Apr. 24,
1995]

§ 493.5 Categories of tests by com-
plexity.

(a) Laboratory tests are categorized
as one of the following:

(1) Waived tests.
(2) Tests of moderate complexity, in-

cluding the subcategory of PPM proce-
dures.

(3) Tests of high complexity.
(b) A laboratory may perform only

waived tests, only tests of moderate
complexity, only PPM procedures, only
tests of high complexity or any com-
bination of these tests.

(c) Each laboratory must be either
CLIA-exempt or possess one of the fol-
lowing CLIA certificates, as defined in
§ 493.2:

(1) Certificate of registration or reg-
istration certificate.

(2) Certificate of waiver.
(3) Certificate for PPM procedures.
(4) Certificate of compliance.
(5) Certificate of accreditation.

[60 FR 20043, Apr. 24, 1995]

§ 493.15 Laboratories performing
waived tests.

(a) Requirement. Tests for certificate
of waiver must meet the descriptive
criteria specified in paragraph (b) of
this section.

(b) Criteria. Test systems are simple
laboratory examinations and proce-
dures which—

(1) Are cleared by FDA for home use;
(2) Employ methodologies that are so

simple and accurate as to render the
likelihood of erroneous results neg-
ligible; or

(3) Pose no reasonable risk of harm
to the patient if the test is performed
incorrectly.

(c) Certificate of waiver tests. A labora-
tory may qualify for a certificate of
waiver under section 353 of the PHS
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